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Abstract. A series of experiments were conducted in vivo using Yucatan miniature pigs (Sus scrofa domestica) to
determine thermal damage thresholds to the skin from 1319-nm continuous-wave Nd:YAG laser irradiation.
Experiments employed exposure durations of 0.25, 1.0, 2.5, and 10 s and beam diameters of ∼0.6 and 1 cm.
Thermal imagery data provided a time-dependent surface temperature response from the laser. A damage endpoint
of fifty percent probability of a minimally visible effect was used to determine threshold for damage at 1 and 24 h
postexposure. Predicted thermal response and damage thresholds are compared with a numerical model of optical-
thermal interaction. Resultant trends with respect to exposure duration and beam diameter are compared with
current standardized exposure limits for laser safety. Mathematical modeling agreed well with experimental
data, predicting that though laser safety standards are sufficient for exposures <10 s, they may become less
safe for very long exposures. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution
or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.18.12.125002]
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threshold; thermal injury.
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1 Introduction
Standards committees are currently pursuing revisions of laser
safety exposure limits to the eye. Some of these revisions are
focused on the near-infrared region and are based primarily
upon new data collected within the wavelength region of
1100 to 1400 nm.1 Near the wavelength of 1300 nm, these expo-
sure limits are anticipated to be increased by the largest margin
relative to the values established in the year 2000. This increased
exposure limit has been justified through multiple theoretical
and experimental studies, which have examined the trends of
threshold for damage and the mechanisms involved. How-
ever, data collected to date have emphasized the response of
the eye, with very little attention to the skin.
Laser-damage thresholds of the skin are considered to be
much greater than those of the eye in the retinal hazard region
of 400 to 1400 nm. This may not be true in some regions of the
spectrum where the absorption length within the eye is on the
order of a centimeter, and the laser (while focused at the retina)
has a transmittance to the retina resulting in an irradiance level
(when considering the beam diameter at and energy transmitted
to the retina) that can be similar to the levels at the cornea. This
yields a spectral region of some of the highest measured thresh-
olds for laser damage to tissues.2,3 As a skin exposure includes
tissues with much larger scattering coefficients along with pig-
mentation absorption, it is hypothesized that the damage thresh-
old may be lower within the skin than within the cornea and
retina at a wavelength near 1319 nm, a commonly used Nd:
YAG emission line. This study will help address this hypothesis
and ensure that the use of new systems have appropriately vali-
dated exposure limits, based upon experimentally observed
damage and theoretically predicted mechanisms.
In previous skin studies,4–7 the results of experiments and
tests on Yucatan miniature pigs were presented for a 2000-
nm thulium fiber laser for various exposure durations and inci-
dent beam diameters. Some damage threshold studies have been
completed at 1315 nm for pulses in the microsecond regime, as
reported by Cain et al.8 A preliminary skin damage threshold
study at 1214 and 1319 nm has also been documented.9–11
The Yucatan miniature pig has been established as a model
for human skin damage studies due to the morphological and
physiological similarities to human skin.12
This study at 1319 nm, as compared to 2000 nm, allows for
conditions where damage can be produced at a more optically
penetrating wavelength, but again with relatively large beam
diameters and exposure durations up to 10 s. The use of
large laser-beam diameters results in a measured threshold
under conditions near the theoretical one-dimensional limit of
heat transfer in the skin, where radial heat losses from the center
of the beam-tissue interface are negligible with respect to losses
due to axial heat transfer. Thresholds obtained under these con-
ditions should therefore approach the lowest possible radiant
exposure (J∕cm2) requirement for thermal damage.
An accurate prediction of the distribution of laser energy
within the skin relies on an accurate characterization of the
absorption and scattering properties of the tissue or its constitu-
ents. Several recent studies13,14 have measured optical properties
of the skin and subcutaneous tissues in the near-infrared with
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sufficient rigor to use in simulation of light transport and predict
subsequent damage.
Thermally induced damage to laser-irradiated skin depends
on the time-temperature response of tissues. This begins with
the local absorption of the laser energy, which heats the tissue.
The tissue may be affected by this heating through denaturation
of cellular proteins, leading to a subsequent apoptosis or overt
necrosis. At higher temperatures, thermal coagulation, collagen
hyalinization, and changes in optical properties, such as
increased scattering or birefringence, may be observed.15–17
Several authors have contributed to numerical simulations of
optical-thermal response of tissues and models of the damage
process. These are largely built on the original works of
Mainster18 and Takata,19,20 with many authors contributing
through the addition of increased fidelity.21–24 Models that
represent the skin as a two- or three-layer construct, with
a Beer’s law absorption term for the laser energy deposition,
have been shown to accurately predict the optical-thermal
response of the tissue.5,19,25 Thermal diffusion solutions are
most often computed through finite element or finite difference
methods. Increased accuracy has been demonstrated when tem-
perature-dependent surface cooling associated with the evapo-
ration of water is included.26 In the comprehensive analysis
of Chen et al.,6 thermal damage was shown to most accurately
mimic histology for an Arrhenius model when based upon the
parameters presented by Gaylor.27 Chen et al. reported that
the extent of damage reached a depth of 200 to 300 microns at
the observed minimal visible lesion threshold. When the cri-
terion of damage at this depth is applied to modeling, the pre-
dicted damage thresholds accurately follow the minimally
visible lesion endpoint thresholds. The study of thermal injury
under an expanded range of exposure parameters allows for the
formulation of broadly applicable trends from which exposure
limits can be defined. In addition, the regions in which experi-
ments diverge from theory may establish transition regions for
mechanisms of damage. From this supposition, one can derive
corresponding trends in empirical descriptions for exposure lim-
its for the skin as well as the eye, provided similar data are avail-
able from ex vivo studies, for example, damage to the retina.28
2 Methods
2.1 Experiment
The animal use protocols for this research were approved by the
Institutional Animal Care and Use Committee at Brooks City-
Base, Texas. Animals involved in this study were procured,
maintained, and used in accordance with the United States
Department of Agriculture Animal Welfare Act and Animal
Welfare Regulations, and the National Research Council
Guide for the Care and Use of Laboratory Animals.
A total of 12 flanks from eight female Yucatan miniature pigs
(30 to 50 kg) were exposed and examined. Animals were pre-
pared and monitored for this study as previously reported.7
Animals were returned to the general pool for protocol sharing
at the completion of participation in the study.
The laser used for this study was a Lee Laser Model 8250 M,
configured with resonator optics selected to optimize output
from the 1319 nm, Nd:YAG laser line. Total unpolarized
laser power output from the resonator was ∼250 W with an
M2 value of ∼50. The laser beam was introduced into a polar-
izing cube, producing a linearly polarized output beam, which
could then be attenuated with a wave-plate polarization analyzer
to control total power to target. Beam-shaping telescopes (BST)
were used to propagate the laser output with the desired mag-
nification at the target plane. Figure 1 is a depiction of the beam
delivery and imaging diagnostic system. The laser is injected
into the system through the first BST. The power control
scheme, including details of the shutter used prior to this injec-
tion point, is reported elsewhere.11
The size of the beam at the target plane was characterized to
have a Gaussian irradiance distribution. A detailed analysis of the
beam profile for this study has been presented previously.11 The
laser was characterized with an Electrophysics MicronViewer
7290 A, IR Camera (Electrophysics, Fairfield, NJ), and
Pyrocam beam analysis software (Spiricon, Logan, UT) beam
profiler. The beam diameters (D4σ) were measured to be 0.61
0.01 and 0.97 0.02 cm on average by repeated measure at the
target plane prior to exposure. For each laser exposure, reference
energy from a sample of the beam was recorded with a PM10
power detector (Coherent Inc., Santa Clara, CA). Measurements
acquired with the PM10 in the reference beam were character-
ized against measurements obtained with a PM150 detector
(Coherent Inc.) placed near the target plane before testing, at
the scheduled midway time point during testing, and after each
sequence of exposures to assure the integrity of the high-energy
beam train. This technique also confirmed the accurate quanti-
fication of energy delivered to the target.
A coaligned HeNe laser beam was used to facilitate targeting
of the high-power beam. A color video camera model DXC-
107A (Sony, San Diego, CA) was utilized for target position
verification. It was mounted with an SC400 thermal camera
(FLIR Systems, Boston, MA) and used to monitor the thermal
profile on the skin’s surface at the exposure site as previously
described.7 The thermal camera was synchronized with the con-
trol electronics for the laser to trigger data collection beginning
at ≥100 ms prior to laser exposure of the skin. The camera was
programmed to collect data for a period of time between 6 and
30 s beyond the completion of each laser exposure to capture the
trajectory of thermal decay of the laser-heated tissue. Fine
adjustments in IR camera focus were made prior to each laser
exposure using an National Television Standards Committee
display of the thermal image of emissivity contrast sources origi-
nating from inhomogeneities in skin structures such as wrinkles
or hair follicles.
Anesthetized pigs were placed in a customized pig sling
(BH Inc., Wheatland, WY), which was mounted on rails and
HeNe
BST
BST
BS
PM10
M
M
M
M
M
IR
VC
A
Fig. 1 Experimental setup. M, mirror; BS, beam splitter; BST, beam
shaping telescope; IR, infrared camera; VC, video camera; A, aperture;
PM10, reference arm detector.
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motorized for rapid and repeatable horizontal position adjust-
ment of the test subjects. A hand crank on the sling was
used to adjust the vertical position of the subject prior to each
laser exposure. In this manner, each area of the grid that had
been drawn on the flank of the pig was sequentially addressed
with a laser exposure according to a predetermined randomized
selection of energy levels distributed over a range encompassing
the anticipated threshold level. Energy for each laser exposure
and any remarkable observations were recorded immediately
following each exposure.
The Probit procedure29 was used to estimate the dose for cre-
ating a minimal visual lesion (MVL) for each laser configuration
used in the skin studies (i.e., ED50). Each exposure site was
assessed as positive or negative for damage by three experienced
observers, with at least two of three in agreement to confirm a
positive reading. Observers were instructed that a lesion was
constituted as any change in the appearance of the surface of
the skin to include any erythema, no matter how slight, blister-
ing, or change in pigmentation as viewed by the eye. A mini-
mum of three animals were used for each laser configuration
investigated. In addition, 95% confidence intervals were calcu-
lated from the data. An adequate number of data points were
collected to ensure that the magnitude of upper and lower fidu-
cial limits at the ED50 level varied no more than 50%.
Furthermore, a Probit-curve slope greater than two, with aggre-
gated 24-h observation data, was set as a minimal experimental
ending point for the study of a specific exposure condition.
Here, the slope reported represents the first derivative (probabil-
ity per dose) of the dose-response curve at the ED50 point gen-
erated from the Probit analysis method.
2.2 Models
A numerical model was developed to simulate laser energy
deposition, heat transfer, and a prediction of the tissue damage
threshold. The details of this model have been previously
reported.30 To simulate the experimental data presented here,
the model is essentially a two-dimensional (cylindrical
coordinate), finite difference solution to the Pennes Bio-Heat
equation, given by Eq. (1).
ρc
∂v
∂t
¼ k
r
∂v
∂r
þ ∂
∂r

k
∂v
∂r

þ ∂
∂z

∂v
∂z

þ Aðr; z; tÞ þ q:
(1)
In Eq. (1), ν is the local temperature rise at coordinates ðr; zÞ,
κ is the thermal conductivity, ρ is the local tissue volumetric
density, c is the specific heat, q is the power density loss or
gain due to blood flow, and t is the time. The source term,
A, is configured as a Gaussian lateral distribution and assumes
an energy deposition rate proportional to the local irradiance, as
shown in Eq. (2).
Aðr; z; tÞ ¼ Eðr; z; tÞμaðz; λÞ: (2)
Here, μa is the local linear absorption coefficient in the tissue,
λ is the wavelength, and E is the irradiance in the tissue. A
Monte Carlo model was used to determine the source term.30,31
The model includes representations of surface boundary condi-
tions mimicking the loss of energy to the surrounding
environment.26
The resultant time dependence of temperature is evaluated
with an Arrhenius damage model.23 A damage threshold was
determined by searching for a laser power that produced a pre-
scribed value damage integral at 250 μm depth in the tissue
structure, corresponding to prior assessments of histology for
visually observed damage endpoints.6 The Arrhenius damage
integral is given by Eq. (3), in which R is the universal gas con-
stant, C is the normalization rate constant (molecular collision
frequency factor), and E is the activation energy. The value is
computed at each ðz; rÞ coordinate in the model based upon the
temperature history T ¼ Tðz; r; tÞ for that coordinate. Avalue of
Ω ¼ 1 is assumed to represent the threshold for damage.
Physical constants and other values for Eqs. (1) through (3)
are provided in Table 1.
Table 1 The physical constants for the mathematical model.
Epidermis Dermis Fatty tissue
Skin layer thickness (cm) 0.0068 0.1432 1.0000
Absorption coefficient,14 μa ð1∕cmÞ 0.8739 (51.7%) 1.5457 (17.6%) 1.1966 (24.2%)
Scattering coefficient,14 μs ð1∕cmÞ 127.16 (12.0%) 81.15 (12.3%) 79.2 (3.15%)
Anisotropy,14 g 0.8 0.8 0.8
Density,32 ρ ðg∕cm3Þ 1.2 1.2 1
Specific heat, cp ½J∕ðg°CÞ 3.601 (Ref. 33) 3.400 (Ref. 32) 2.303 (Ref. 33)
Thermal conductivity, κðW∕cm°CÞ 0.00209 (Ref. 33) 0.0049 (Ref. 32) 0.00233 (Ref. 34)
Convective heat transfer rate,5 [W∕ð°C cm2Þ] 0.0015 0.0000 0.0000
Blood flow rate [g∕ðcm3 sÞ] 0.00000 0.00125 (Ref. 24) 0.00075 (Ref. 32)
Molecular collision frequency factor,35,36 Cð1∕sÞ 1.3 × 1095 1.3 × 1095 N/A
Denaturation activation energy,35,36 EðJ∕moleÞ 6.04 × 105 6.04 × 105 N/A
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Ωðr; zÞ ¼ C
Z
t2
t1
exp

−E
RT

dt: (3)
The tissue geometry was represented within the model as
a three-layer structure consisting of epidermis, dermis, and
fat tissue, each having homogeneous properties. Thermal
conductivity for the fat layer was obtained from recent
measurements reported by El-Brawnany et al.34 Thermal and
optical properties of the skin layers were obtained from various
sources as reported in Table 1. The model was run for laser
exposure times between 250 ms and 10 s for beam diameters
of 0.61 and 0.97 cm. Simulation time included the cool-
down phase after the pulse, sufficient to reach less than 1∕e
of the peak temperature achieved (one decay time constant).
The damage was determined to occur when one voxel located
200 μm behind the surface was within 2% of the damage integral
being 1. The smallest voxel was 1∕50th of the 1∕e beam
diameter.
3 Results
Lesions in this study were typically seen as a persistent, sym-
metrical erythema at the exposure site. Lesions resulting from
exposures at or near the ED50 generally appeared as a small
pink spot ∼1.5 mm in diameter at the 24-h observational end-
point, regardless of exposure duration or laser-beam diameter.
Damage threshold data for the 1- and 24-h observational
time points are reported in Tables 2 and 3, respectively.
Beam diameters reported are at 1∕e2 amplitude within the
Gaussian distribution. The irradiance and radiant exposures
were calculated by the peak values within the beams and not
the average values. Peak irradiance values are most convenient
to compare directly with exposure limits. In some cases, the
number of exposures at 24 h is less than the number of expo-
sures at 1 h due to the fact that some 1-h exposure sites were
taken for histopathology. Results from the histopathology are
reserved for a future publication.
The ANSI Z.136.1-2007 Standard for the Safe Use of Lasers
recommends that for a skin exposure, the limiting aperture
should be referenced to a standard 0.35 cm.37 Thus, to compare
the experimentally determined ED50’s from Table 3, to the
maximum permissible exposure (MPE), the irradiance values
were scaled to an effective irradiance, Ef, by
Ef ¼
4Φ0
πD2L

1 − exp

−D2L
D2f

; (4)
whereΦ0 is the power in Watts (24-h ED50 data),DL is the mea-
sured laser beams 1∕e diameter in cm, and Df is the limiting
aperture of 0.35 cm. The contrast between Ef for each tested
beam diameter and the MPE are presented in Fig. 2(a), while
the irradiance versus beam diameter are shown in Fig. 2(b).
Excel (Microsoft Office 2007) was used to determine the equa-
tion to best fit the data for Ef versus t, using the Ef for each
beam diameter from Fig. 2(a), finding Ef ¼ 36.3t−0.893 for
the 0.61-cm data and Ef ¼ 38.8t−0.912 for the 0.97-cm data.
Infrared camera data were processed by selecting a region of
interest (ROI) (typically 20-pixel diameter, which correlated to
a 0.26-cm diameter ROI) within the central area of exposure to
examine the maximum temperature in the ROI at each time,
t, during the laser exposure (0 < t ≤ 0.25, 1, 2.5, or 10 s)
and after the laser was turned off (t > 0.25, 1, 2.5, or 10 s).
The initial temperature, T0, of the exposed skin surface was
determined from IR camera data acquired before the laser turned
on (t ≤ 0). Exposures that yielded a positive lesion read at 24 h
and were closest to the 24-h ED50 were selected for time-tem-
perature history (Fig. 3).
IR camera data were processed to determine the peak temper-
ature at the end of the laser exposure to give the linear relation-
ships for the peak temperature rise, ΔT, as a function of power,
P, in Fig. 4. IR camera data that were saturated were excluded
from presentation in Fig. 4.
Linear fits to the ΔTðPÞ data in Fig. 4 were made using
a forced zero intercept. The slopes for these fits (Table 4)
were used to calculate the ΔT associated with the 1- and 24-h
ED50’s. The mathematical model was run to compute the tem-
perature rise at the end of a 1-Wexposure to compare against the
experimentally fitted slopes. The model was run for all possible
combinations of the percentage of optical property coefficient
errors (Table 1) to give the percentage of uncertainty associated
with the modeled slope values reported in Table 4.
Modeling results assumed a 36°C surface temperature and
used constants reported in Table 1 for comparing to the exper-
imentally determined ED50’s at 0.25, 1, 2.5, and 10 s in addition
to a 30-s exposure duration. Results for the 0.61- and 0.97-cm
beam diameters at all exposure durations were converted to Ef
Table 2 Probit data results from observations for lesions 1 h after exposure.
Number of exposures
(Yes, No)
1∕e2 diameter
(cm) Time (s) ED50 (95% conf. inter.) (J) Probit slope
Irradiance
(W∕cm2)
Radiant exposure
(J∕cm2)
33, 39 0.61 0.25 6.85 (6.28 to 7.40) 27.5 186.90 46.73
63, 80 0.61 1 6.22 (6.00 to 6.46) 27.6 42.43 42.43
47, 30 0.61 2.5 6.83 (6.13 to 7.45) 33.1 18.62 46.55
66, 78 0.61 10 8.88 (8.58 to 9.17) 35.4 6.06 60.57
78, 66 0.97 0.25 13.78 (13.40 to 14.13) 32.1 150.36 37.59
105, 39 0.97 1 12.40 (11.60 to 12.90) 17.1 33.84 33.84
68, 76 0.97 2.5 14.00 (13.43 to 14.58) 18.8 15.28 38.20
90, 53 0.97 10 16.60 (15.90 to 17.40) 16.7 4.53 45.30
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using Eq. (4) and are shown in Figs. 5 and 6, respectively. Error
bars associated with the model were determined by running the
model at the maxima and minima of the optical coefficients (μa
and μs) in Table 1.
The initial surface temperature, T0, of all subjects’ skin
ranged from ∼29 to 39°C (average T0 was 36.6°C and standard
deviation 2.0°C). The ambient temperature, TA, during all ex-
periments ranged from ∼22 to 28°C (average TA was 25.8°C
and standard deviation 2.2°C). A case of contrasting initial
conditions that was selected from the 0.61-cm, 1-s data series is
presented in Fig. 7, with corresponding details on initial temper-
atures, T0, from the skin’s surface (acquired from the IR camera
data prior to exposure), ambient temperature, TA, and core
temperature, TC, from rectal thermometer reported in Table 5.
Subject A had the lowest initial temperature observed during
any procedure in this study. The initial surface temperature of
the skin is influenced by anesthesia, the subject’s natural
thermoregulation, and ambient conditions, all of which contrib-
ute to the large variance in T0.
4 Discussion
The difference in the 1- and 24-h ED50’s appears, for the most
part, unremarkable and has overlapping confidence intervals
(Tables 2 and 3). The 0.97-cm, 1, 2.5, and 10-s exposures
had a 24-h ED50 between 7 and 12% higher than the 1-h ED50
without overlapping confidence intervals. These exposures also
had the largest number of lesions migrating from a positive to
negative read from the 1- and 24-h data, respectively. Future
histological analysis may help to explain these differences.
The primary goal of this study was to assess the 1319-nm
laser radiation damage threshold to skin and compare data to
the MPE outlined in ANSI Z136.1-2007. To do this, the 24-h
ED50’s irradiance values (Table 3) were scaled to an effective
irradiance, Ef, using Eq. (4). The ratio of Ef to MPE ranges
from 5.0, for the 10-s exposures, to 9.3, for the 0.25-s exposures
as shown in Fig. 2(a).
Fitting the data in Fig. 2(a) to a power curve revealed that the
relationship between the ED50 and exposure time followed a
trend of approximately t−0.9 for both beam diameters, which
is slightly steeper than the general relationship suggested in
the ANSI standard of t−0.75. The fits to the experimental data
in Fig. 2(a) estimate 30-s threshold peak irradiances of 2.2
Table 3 Probit data results from observations for lesions 24 h after exposure.
Number of exposures
(Yes, No)
1∕e2 diameter
(cm) Time (s) ED50 (95% conf. inter.) (J) Probit slope
Irradiance
(W∕cm2)
Radiant exposure
(J∕cm2)
37, 34 0.61 0.25 6.25 (6.25 to 6.25) 171 170.53 42.63
63, 80 0.61 1 6.22 (6.00 to 6.45) 28.3 42.43 42.43
43, 33 0.61 2.5 7.38 (7.38 to 7.38) 232 20.12 50.31
61, 82 0.61 10 9.11 (8.83 to 9.38) 43.2 6.21 62.14
79, 63 0.97 0.25 13.38 (13.30 to 13.83) 65.2 148.18 37.05
90, 54 0.97 1 13.70 (13.20 to 14.20) 32.7 37.39 37.39
49, 95 0.97 2.5 15.10 (14.75 to 15.48) 36.2 16.48 41.21
70, 72 0.97 10 18.70 (18.10 to 19.40) 23.1 5.10 51.03
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Fig. 2 The 24-h ED50’s represented as the (a) effective irradiance versus
time compared to the ANSI Z.136.1-2007 maximum permissible expo-
sure for 1319-nm exposure to skin and (b) peak irradiance versus
diameter.
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Fig. 3 Time-temperature response from selected 1319-nm laser radia-
tion exposures nearest to the 24-h ED50 for each tested beam diameter
at the (a) 250-ms, (b) 1-s, (c) 2.5-s, and (d) 10-s exposure durations.
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and 1.8 W∕cm2 (Ef would be 1.7 and 1.7 W∕cm2) for the 0.61-
and 0.97-cm beams, respectively. The fit to the experimental
trend from the damage thresholds suggest that the MPE
would be exceeded for exposures lasting more than ∼55 s.
Figure 2(b) shows that the 0.97-cm beam diameter had −13,
−12, −18 and −18% threshold irradiance values relative to the
0.61-cm beam for the 0.25, 1, 2.5, and 10-s exposures, respec-
tively. This reduction is due to the extended time required for
cooling the center of the exposed tissue with the larger beam
[see Fig. 3(d), for example]. This extended cooling time for
equivalent surface temperatures, even with large beam diameters
(about 3× the 0.35-cm limiting aperture assumed in the safety
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Fig. 4 The peak temperature rise from numerous exposure powers for the (a) 0.61 cm and (b) 0.97 cm beam diameters at all tested exposure durations.
Solid lines represent the linear fits to data.
Table 4 The linear slopes from the fitted data in Fig. 4 and calculated ΔT at 1-h and 24-h ED50’s. The experimental slope and R2 values are from the
linear fits to thermal camera data.
1∕e2 diameter
(cm) Time (s)
Experiment Model
ΔT1-h ¼ Exp:slope × ED501-h ΔT24-h ¼ Exp:slope × ED5024-hSlope (°C∕W) R2 Slope (°C∕W)
0.61 0.25 1.004 0.980 1.014 32.6% 27.5 25.1
0.61 1 3.092 0.943 3.894 31.14% 19.2 19.2
0.61 2.5 7.720 0.984 8.784 29.31% 21.1 22.8
0.61 10 21.404 0.957 24.504 26.47% 19.0 19.5
0.97 0.25 0.402 0.879 0.338 32.07% 22.2 21.8
0.97 1 1.613 0.840 1.320 31.31% 20.0 22.1
0.97 2.5 4.037 0.649 3.094 30.11% 22.6 24.4
0.97 10 9.706 0.968 9.824 27.22% 16.1 18.2
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Fig. 5 Comparison of the experimental and modeling results for the
0.61-cm-diameter beam.
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Fig. 6 Comparison of the experimental and modeling results for the
0.97-cm-diameter beam.
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standards), is a result of the relatively deep penetration of the
1319-nm wavelength (as compared to a much less penetrating
wavelength like 2000 nm, for example). Deep light penetration
results in the generation of heat throughout the layers of tissue
just behind the skin surface, effectively limiting conductive heat
loss near the surface to radial conduction (perpendicular to
the beam).
The relative trend of decreased irradiance requirements for
longer exposure durations (12 versus 18%) with the larger diam-
eter beam suggests that no significant protection is afforded by
increased blood flow for laser exposures up to 10 s in duration.
Computational model results help to understand the implica-
tions of experimental data for large beam diameters and long
exposures.
Welch and van Gemert17 have advised that the rate coeffi-
cients from Diller35,36 be used as opposed to Henriques;38
thus the model was run for both rate coefficients. The values
from Henriques were found to give slightly closer damage esti-
mates to the experiment for the smaller, 0.61 cm, diameter beam,
but values from Diller gave better damage estimates for the
larger, 0.97 cm, diameter beam. All modeling results reported
in this study for contrasting to experimental data or MPE
used rate coefficients from Diller.
The model shows good agreement with the experimentally
determined ED50’s for both the 0.61- and 0.97-cm beam diam-
eters as shown in Figs. 5 and 6, respectively. Experimental and
modeling data demonstrate that the damage threshold is more
dependent on beam diameter at longer exposure durations
than at short durations. The model predicts that the larger
beam diameter would have a −11, −13, −17, and −26% thresh-
old irradiance values relative to the smaller beam for the 0.25-,
1-, 2.5-, and 10-s exposures, respectively. The model suggests
that larger-diameter beams have lower irradiance threshold
requirements even at very long exposure durations compared
to a smaller beam. While it is unlikely that an accidental expo-
sure to a laser would last >10 s, it is possible a therapeutic or
diagnostic use of lasers in the 1319-nm wavelength region could
exist for very long exposures. Therefore, longer duration expo-
sures were explored with the computational model. The model
predicts the threshold peak irradiances for a 30-s exposure to be
2.6 and 1.7 W∕cm2 (Ef would be 2.2 and 1.7 W∕cm2) for the
smaller and larger beams, respectively, very close to the values
found from fits to experimental data. Likewise, the model was
used to estimate how large a beam would be needed to be in
order to achieve a temperature rise that would be essentially in-
dependent of beam diameter, D (i.e., where δΔT∕δD begins to
approach a steady state, data not shown). Accordingly, two cases
were examined for a series of 1319-nm beam diameters, one for
a 30-s exposure with a fixed 5 W∕cm2 peak irradiance and the
second for a 10-s exposure with a fixed 15 W∕cm2 peak irra-
diance. It was found that δΔT∕δD begins to stabilize (loosely
taken as being stable when the value was 2.5°C∕cm) when the
beam diameter exceeds ∼5.2 and 1.6 cm (1∕e2 diameters) for
the 30- and 10-s cases, respectively. As indicated in Table 1,
constant blood flow was assumed in the dermis and fat layers
for all calculations. Variations of this parameter were not
explored.
Xu et al.39 have reported a model that investigated the impact
of blood flow in the dermis on damage to skin for a 15-s thermal
insult. These results indicated that variations in blood flow only
had a large impact on the thermal relaxation time (not the rate of
heating) for the surface of the skin and only at perfusion rates
that were substantially higher than those assumed in the model
for this study. The relaxation times reported for “no perfusion”
conditions modeled by Xu et al. most closely matched the long
relaxation times measured with the IR camera in this study (as
evident in Fig. 3). Long relaxation times were observed for all
exposure conditions, suggesting that blood perfusion is not
a significant sync of heat over the parameter space tested.
Analysis of thermal camera data revealed a linear relation-
ship between the input power and peak temperature increase
on the skin’s surface (Fig. 4 and Table 4). These data provide
experimental evidence to compare to mathematical modeling
without having to run the damage integral. The model underes-
timates the temperature rise on the skin’s surface for all the 0.61-
cm beam diameter data, though the experimental data fall within
the uncertainty in the model. However, the model overestimates
the temperature rise, ΔT, on the skin’s surface for all the 0.97-
cm beam diameter data <10 s, while underestimating ΔT for the
10-s case. Only one experimental slope, 0.97 cm, 2.5 s, fell out-
side the range of uncertainty surrounding the modeled slope.
This experimental slope also had the lowest R2 value of all ana-
lyzed IR camera data. Experimental errors in the slope stem
from calibration, dynamic range, and placements of the expo-
sure area at the focus of the IR camera. Uncertainties regarding
the mathematical model are largely associated with the absorp-
tion coefficients (μa in epidermis, dermis, and fat tissue), scat-
tering coefficients (μs in epidermis, dermis, and fat), along with
the assumed anisotropy factor, g. The value of g in several
other23,40 laser-tissue exposures to skin has been assumed to
be ∼0.9, but this study used the value from Salomatina
et al.14 to be consistent with their reported μs and μa values.
Analysis of the time-temperature history for selected expo-
sures nearest the 24-h ED50 from IR camera data indicates that a
peak temperature (maximum temperature at the end of laser
exposure) for the 0.61- and 0.97-cm diameters at 0.25-, 1-,
2.5-, and 10-s exposure durations were 60.2 to 56.6°C, 56.4
to 57.8°C, 57.6 to 58.2°C, and 54.7 to 55.5°C, respectively
(Fig. 3). All data shown in Fig. 3 were positive for a lesion
at 1 h except for the 0.97-cm, 0.25-s exposure. All were positive
for a lesion at 24 h postexposure. Analysis of the IR camera data
for the peak ΔT for a wide range of exposure powers (Fig. 4)
determined the experimental linear relationship betweenΔT and
power at each exposure duration (slopes reported in Table 4).
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Fig. 7 Time-temperature for contrasting initial conditions between sub-
jects A (sample numbers 1 to 3), B (sample numbers 1 and 2), and C
(sample numbers 1 and 2) for a 1-s exposure using the 0.61-cm
beam diameter.
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These slopes were then used to calculate the peak ΔT associated
with the 24-h ED50 threshold power (Table 3), which ranged
from 18.2°C (for 10 s, 0.97 cm) to 25.1°C (for 0.25 s,
0.61 cm). If the average T0 of 36.6°C from all subjects is
assumed, then this gives an absolute temperature range of
54.8 to 61.7°C for the damage thresholds for the 10- and
0.25-s exposures, respectively. Recent work by Jean et al.41
reported a model for laser damage in skin, which was made
to follow a trend in damaging temperatures from 10-, 1-, and
0.1-s laser exposures to have absolute threshold temperatures
of ∼54, 58, and 62°C, respectively, a very similar trend with
respect to Tpeak in this study’s experimental data.
The experimental uncertainty and variations in the thermal
data and the relatively small spread between Tpeak for the
0.25- to 10-s exposures indicate that a general average peak tem-
perature is a reasonable estimate for Tpeak over this range of
exposures. The average and standard deviation for T0 was esti-
mated to be 36.6 2.0°C from all subjects; ΔT24-h associated
with threshold damage was calculated for each exposure
condition using data in Table 4, resulting in an average change
of temperature and standard deviation of 21.6 2.5°C.
Combining the average starting temperature with the average
increase associated with threshold levels of damage (Tpeak ¼
T0 þ ΔT24-h) gives a general average Tpeak and standard
deviation of 58.2 3.2°C encompassing all exposures condi-
tions in this study. This temperature is associated with the
MVL, lesions in this study that were noted to be a symmetrical
pink erythema, ∼1.5 mm in diameter at 24 h postexposure,
regardless of exposure duration or laser-beam diameter. This
suggests that the MVL was typically observed for exposures
having a Tpeak of 58.2 3.2°C. This critical temperature for
damage is further evident by examination of an experimental
condition where the initial temperature on the surface of the
skin was significantly lower than the other subjects (Fig. 7).
Subject A (Fig. 7 and Table 5) was used for the 0.61-cm, 1-s
exposures on an occasion where the ambient temperature, TA,
was sufficiently cooler than all other cases throughout the dura-
tion of the study. Logistical problems prevented stable regula-
tion of TA, owing to the hotter and highly variable ambient
conditions. The initial temperature, T0, of the skin’s surface
is influenced by not only TA, but also anesthesia, and the
subject’s ability for thermoregulation. This unplanned variabil-
ity in T0 may lend experimental in vivo evidence toward the
requirement to achieve an absolute temperature, and not just
a ΔT, to reach damage. This observation is consistent with
the findings by Denton et al.42 in cultured retinal pigment epi-
thelial cells. Denton et al. reported that a marginal temperature
for cell death of 53 2°C was required over a range of laser
exposure durations from 0.1 to 1 s. This is not to suggest
that the in vivo temperature threshold should be 53°C, but rather
that threshold damage can be experimentally linked to a peak
temperature. A threshold temperature for damage in vivo may
be tissue, cell-type, or even lipoprotein specific with some
cell types being more robust than others based upon multiple
factors such as preconditioning, immunological preference,
and anatomical location.
The experimentally determined 24-h ED50 for the 0.61-cm,
1-s exposure condition was 6.22W (95% confidence intervals of
6.00 and 6.45 W) and had a damage threshold ΔT24-h of 19.2°C
(Table 4). The highest power resulting in no lesion was observed
in subject A (Fig. 7 and Table 5), which was 6.54 W, sufficiently
above the 95% confidence interval of 6.45 W. With a T0 of
29.3°C, theΔT for this 6.54-Wexposure was 24.2°C, suggesting
that this exposure is sufficiently above the average damage
threshold ΔT of 19.2°C (Table 4) to achieve damage, yet no
lesion was observed at 1or 24 h by any of the three observers.
Probit analysis of subject A’s lesion data from the 0.61-cm, 1-s
exposures suggested an individual damage threshold of 7.13 W
(Table 5), the highest individual threshold of the three tested
subjects using this diameter and exposure setting. It should
be noted that subject A was used for other experimental condi-
tions including beam diameter, exposure settings of 0.61 cm,
10 s, and 0.97 cm, 1 s, which had T0’s of 34.3 and 35.8°C, re-
spectively, but resulted in individual ED50’s very near the other
subject data tested at those configurations. Thus, the authors
believe the very low T0 on that particular cooler, ambient con-
dition protected the skin from laser exposures, requiring higher
powers relative to other tested subjects, to achieve damage.
Future modeling efforts should examine variations in blood
flow in addition to optical coefficients μa, μs, and g to examine
how these values shape the trend in damage thresholds for larger
beam diameters and longer exposures at this wavelength.
Infrared camera analysis allows for determination of the
experimental thermal slope (°C∕W), which can be used to
aid in understanding the rates of thermal response from various
exposure durations and beam diameters. This analysis affords
Table 5 Detailed conditions for the time-temperature data presented in Fig. 7.
SubjectSample
Exposure
power (W)
Lesion observed
T Peak (°C) T0 (°C) TA (°C) TC (°C)
Single subject
24-h ED50 (W)1 h 24 h
A1 5.93 No No 50.4 29.3 22.6 36.7 7.13
A2 5.91 No No 50.0
A3
a 6.54 No No 53.5
B2 5.90 Yes No 57.9 37.8 28.3 38.2 5.95
B1
b 6.20 Yes Yes 56.4
C1
c 5.91 Yes Yes 59.8 36.5 27.6 37.2 5.80
C2
c 5.91 Yes Yes 60.0
athe highest “No”
bthe data closest to the 24-h ED50 (for all 0.61-cm, 1-s data) based on yes-no lesion data
cthe lowest “Yes” response in 143 samples tested at this diameter and exposure duration.
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the unique ability to decouple the computational model from the
damage model. Thermographic analyses of data in this study
provide evidence for the importance of the experimental initial
condition in achieving a damage end point. Cooling the skin’s
surface is a long known practice in laser applications for skin
treatment when deeper layers in the skin are the targeted damage
area, such as in the treatment of port wine stains.43 Here, evi-
dence has been presented that the MVL damage threshold is
influenced by the initial and ambient conditions. It is recom-
mended that skin damage threshold studies, where thermal dam-
age is expected to dominate, practice due diligence by
monitoring and reporting the initial temperature of the skin’s
surface in addition to the ambient conditions.
Acknowledgments
The authors would like to thank the staff of the Air Force
Research Laboratory Veterinary Sciences Branch (711 HPW/
RHDV) for their expert animal care and handling service.
Research performed by TASC, Inc. was conducted under
USAF Contract Numbers F41624-02-D-7003 and FA8650-
08-D-6930. Opinions expressed here are those of the authors
and do not constitute those of the United States Air Force or
Department of Defense.
References
1. J. A. Zuclich, D. J. Lund, and B. E. Stuck, “Wavelength dependence of
ocular damage thresholds in the near-IR to far-IR transition region: pro-
posed revisions to MPES,” Health Phys. 92(1), 15–23 (2007).
2. B. A. Rockwell et al., “Limiting mechanism for NIR laser retinal dam-
age,” Proc. SPIE 7175, 71750J (2009).
3. R. L. Vincelette et al., “Trends in retinal damage thresholds from 100-
millisecond near-infrared laser radiation exposures: a study at 1,110,
1,130, 1,150, and 1,319 nm,” Lasers Surg. Med. 41(5), 382–390 (2009).
4. B. Chen et al., “Porcine skin ED50 damage thresholds for 2,000 nm
laser irradiation,” Lasers Surg. Med. 37(5), 373–381 (2005).
5. B. Chen et al., “Modeling thermal damage in skin from 2000-nm laser
irradiation,” J. Biomed. Opt. 11(6), 064028 (2006).
6. B. Chen et al., “Histological and modeling study of skin thermal injury to
2.0 microm laser irradiation,” Lasers Surg. Med. 40(5), 358–370 (2008).
7. J. W. Oliver et al., “Infrared skin damage thresholds from 1940-nm con-
tinuous-wave laser exposures,” J. Biomed. Opt. 15(6), 065008 (2010).
8. C. P. Cain et al., “Porcine skin visible lesion thresholds for near-infrared
lasers including modeling at two pulse durations and spot sizes,”
J. Biomed. Opt. 11(4), 041109 (2006).
9. B. Chen, “Experimental and modeling study of thermal response of skin
and cornea to infrared wavelengths laser irradiation,” Ph.D. Thesis,
University of Texas, Austin (2007).
10. B. Chen et al., “Porcine skin ED50 damage thresholds for 1214 nm laser
irradiation,” Proc. SPIE 6854, 685406 (2008).
11. J. W. Oliver et al., “Skin damage thresholds with continuous-wave laser
exposures at the infrared wavelength of 1319 nm,” Proc. SPIE 7897,
789711 (2011).
12. T. A. Eggleston et al., “Comparison of two porcine (Sus scrofa domes-
tica) skin models for in vivo near-infrared laser exposure,” Comp. Med.
50(4), 391–397 (2000).
13. Y. Du et al., “Experimental study of optical properties of porcine skin
dermis from 900 to 1500 nm,” Proc. SPIE 3917, 184–192 (2000).
14. E. Salomatina et al., “Optical properties of normal and cancerous human
skin in the visible and near-infrared spectral range,” J. Biomed. Opt.
11(6), 064026 (2006).
15. M. H. Niemz, Laser Tissue Interactions, Fundamentals and
Applications, Springer, New York (2004).
16. J. M. Handley, “Adverse events associated with nonablative cutaneous
visible and infrared laser treatment,” J. Am. Acad. Dermatol. 55(3),
482–489 (2006).
17. A. J. Welch and M. J. C. van Gemert, Optical-Thermal Response of
Laser-Irradiated Tissue, 2nd ed., Springer, New York (2011).
18. M. A. Mainster et al., “Transient thermal behavior in biological sys-
tems,” Bull. Math. Biophys. 32(3), 303–314 (1970).
19. A. N. Takata, L. Zaneveld, and W. Richter, “Laser-induced thermal
damage of skin,” Technical Report # SAM-TR-77-38, Department of
Defense, School of Aerospace Medicine (1977).
20. A. N. Takata, “Thermal model of laser-induced skin damage: computer
operator’s manual,” Technical Report # SAM-TR-77-37, Department of
Defense, School of Aerospace Medicine (1977).
21. R. Birngruber, V. P. Gabel, and F. Hillenkamp, “Experimental studies of
laser thermal retinal injury,” Health Phys. 44(5), 519–531 (1983).
22. R. A. London et al., “Laser-tissue interaction modeling with the LATIS
computer program,” Tech. Rep. UCRL-LR-105821-96-3, Lawrence
Livermore National Laboratory, Livermore, CA, pp. 103–109 (1996).
23. A. J. Welch and M. J. C. van Gemert, Optical-Thermal Response of
Laser-Irradiated Tissue, Plenum Press, New York (1995).
24. K. R. Diller, “Modeling of bioheat transfer processes,” in Advances in
Heat Transfer, Y. I. Cho, Ed., pp. 157–347, Academic Press, Boston
(1992).
25. D. J. Maitland et al., “Dynamic simulations of tissue welding,” Proc.
SPIE 2671, 234–242 (1996).
26. J. H. Torres et al., “Experimental evaluation of mathematical models for
predicting the thermal response of tissue to laser irradiation,” Appl. Opt.
32(4), 597–606 (1993).
27. D. C. Gaylor, “Physical mechanisms of cellular injury in electrical
trauma,” Ph.D. Dissertation, Massachusetts Institute of Technology,
Cambridge, MA (1989).
28. M. L. Denton et al., “Determination of threshold average temperature
for cell death in an in vitro retinal model using thermography,” Proc.
SPIE 7175, 71750G (2009).
29. D. J. Finney, Probit Analysis, 3rd ed., Cambridge University Press,
Cambridge, UK (1971).
30. L. J. Irvin et al., “BTEC thermal model,” Technical Report # AFRL-RH-
BR-TR-2008-0006, Air Force Research Laboratory, Brooks City-Base,
Texas (2008).
31. L. Wang, S. L. Jacques, and L. Zheng, “Monte Carlo modeling of pho-
ton transport in multi-layered tissues,” Comput. Methods Programs
Biomed. 47(2), 131–146 (1995).
32. D. A. Torvi and J. D. Dale, “A finite element model of skin subjected to
flash fire,” J. Biomech. Eng. 116(3), 250–255 (1994).
33. F. C. Henriques and A. R. Mortiz, “Studies of thermal injury. I. The
conduction of heat to and through skin and the temperatures attained
therein. A theoretical and an experimental investigation,” Am. J.
Pathol. 23(4), 530–549 (1947).
34. M. A. El-Brawnany et al., “Measurement of thermal and ultrasonic
properties of some biological tissues,” J. Med. Eng. Technol. 33(3),
249–256 (2009).
35. K. R. Diller and G. A. Klutke, “Accuracy analysis of the Henriques
model for predicting burn injury,” in Advances in Bioheat and Mass
Transfer, R. B. Roemer, Ed., pp. 117–123, American Society of
Mechanical Engineers, New York (1993).
36. K. R. Diller, J. Valvano, and J. A. Pearce, “Bioheat transfer,” in CRC
Handbook of Thermal Engineering, F. Kreith, Ed., pp. 4-114–114-215,
CRC Press, Boca Raton, FL (1999).
37. American National Standards Institute, ANSI Z136.1 American National
Standard for Safe Use of Lasers, Laser Institute of America, Orlando,
Florida (2007).
38. F. C. Henriques, “Studies of thermal injury; the predictability and the
significance of thermally induced rate processes leading to irreversible
epidermal injury,” Arch. Pathol. 43(5), 489–502 (1947).
39. F. Xu, T. J. Lu, and K. A. Seffen, “Biothermomechanics of skin tissues,”
J. Mech. Phys. Solids 56(5), 1852–1884 (2008).
40. C. P. Cain et al., “Porcine skin thermal response to near-IR lasers using
a fast infrared camera,” Proc. SPIE 5319, 313–324 (2004).
41. M. Jean, K. Schulmeister, and B. E. Stuck, “Computer modeling of laser
induced injury of the skin,” in Int. Laser Safety Conf., pp. 366–370,
Laser Institute of America, Orlando, Florida (2013).
42. M. L. Denton et al., “Spatially correlated microthermography maps
threshold temperature in laser-induced damage,” J. Biomed. Opt.
16(3), 036003 (2011).
43. T. J. Pfefer et al., “Bioheat transfer analysis of cryogen spray cooling
during laser treatment of port wine stains,” Lasers Surg. Med. 26(2),
145–157 (2000).
Journal of Biomedical Optics 125002-9 December 2013 • Vol. 18(12)
Oliver et al.: Infrared skin damage thresholds from 1319-nm continuous-wave laser exposures
Downloaded From: http://biomedicaloptics.spiedigitallibrary.org/ on 08/17/2016 Terms of Use: http://spiedigitallibrary.org/ss/termsofuse.aspx
